INTERNATIONAL
JOURNAL

of PARTICLE
THERAPY

Submitted 04 Dec 2015
Accepted 04 Jan 2016
Published 24 Mar 2016

Corresponding author:
Koji Noda

Department of Accelerator
and Medical Physics
National Institute of
Radiological Sciences
4-9-1 Anagawa, Inage-ku,
Chiba 263-8555, Japan
Phone: +81 (43) 206-4026
Fax: +81 (43) 251-1840
noda_k@nirs.go.jp

Editorial

DOI
10.14338/IJPT-15-00041.1

@Copyright
2016 International Journal of
Particle Therapy

Distributed under
Creative Commons CC-BY

OPEN ACCESS
http://theijpt.org
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Radiotherapy with the Heavy-ion Medical
Accelerator in Chiba
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The heavy-ion medical accelerator in Chiba (HIMAC), Japan, has been using carbon-ion
radiation therapy since 1994, and the number of patients treated with this technique has
reached around 10,000. The HIMAC employs single beam wobbling as a beam-delivery
method. Based on the broad-beam method, respiratory-gating and layer-stacking
irradiation methods were subsequently developed, which have contributed to signif-
icantly increasing irradiation accuracy. During the study and research and development
to downsize carbon-ion radiation therapy facilities, a spiral beam-wobbling method was
developed, which has been employed in compact carbon-ion radiation therapy facilities
constructed in Japan. Toward the further development of the HIMAC treatment, the
National Institute of Radiological Sciences has developed new treatment technologies,
such as phase-controlled rescanning, based on a fast 3-deminsional (3D) scanning
method with a pencil beam toward adaptive cancer radiation therapy. A heavy-ion
rotating gantry, combined with 3D-scanning, is currently under development. These
technologies developed by the National Institute of Radiological Sciences will hopefully
boost the use of heavy-ion radiation therapy worldwide.
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Introduction

Heavy-ion beams are particularly suitable for deeply seated cancer radiation therapy
because of their high-dose localization and high biological effect in the Bragg-peak
region. The National Institute of Radiological Sciences (NIRS), therefore, constructed the
heavy-ion medical accelerator in Chiba (HIMAC), Japan [1], as the world’s first heavy-ion
accelerator facility dedicated to medical applications. The NIRS has conducted radiation
therapy with HIMAC since 1994. The NIRS selected a carbon-ion beam as the
therapeutic method, based on fast-neutron radiation therapy experience. Single beam
wobbling [2] was adopted as a beam-delivery method because of its robustness against
beam errors and its easy dose management. A respiratory-gated irradiation process [3]
and a layer-stacking method [4—6] were developed for moving tumor treatment and more-
conformal dose distribution, mainly in head and neck tumors, respectively. Because of
these developments, clinical studies at HIMAC have progressed significantly, resulting in
more protocols. In 2003, the Japanese government approved the use of carbon-ion
radiation therapy with HIMAC as a highly advanced medical technology. Because of this,
the NIRS subsequently proposed a standard carbon-ion radiation therapy facility in Japan
[7] to boost the applications of carbon-ion radiation therapy, with an emphasis on the
development of a more-compact facility to reduce the construction costs. Concerning a



INTERNATIONAL
JOURNAL
of PARTICLE
THERAPY

Beam-delivery for c-ion RT with the HIMAC

beam delivery system in this work, a spiral beam-wobbling method with a broad beam was developed [8, 9], which has been
used in compact carbon-ion radiation therapy facilities constructed in Japan. Since 2006, the NIRS has been engaged in a
new treatment research project [10] focusing on “adaptive cancer radiation therapy” [11] for both static and moving tumors,
leading to the development of a phase-controlled rescanning (PCR) method [12] based on fast 3-dimensional (3D) scanning
with a pencil beam. A new treatment research facility was constructed to carry out both clinical studies and treatments with the
3D scanning technology developed. Since 2011, the clinical studies and treatments for static tumors have successfully
progressed with fast 3D scanning, whereas those for moving tumors have progressed with the PCR method since March 2015.
A compact, heavy-ion, rotating gantry is currently being developed with superconducting technology for shorter-course
treatments with higher accuracy. This article reviews the heavy-ion radiotherapy technologies developed with HIMAC.

Development of the Broad-Beam Method

Particle radiation therapy requires a 3D biological-dose distribution within several percentage points of the uniformity on a

tumor, with as low a dose as possible in the surrounding normal tissue. For this purpose, various beam-delivery methods have
been proposed and used [13]. Among them, HIMAC employed a single beam-wobbling method, which is one of the broad-
beam methods, resulting in easy dose management and robustness against beam fluctuations in position, size, and intensity.

Single-Beam Wobbling Irradiation Method

The single-beam wobbling method consists of two functions: single beam-wobbling to form a lateral-dose distribution and a
ridge filter to form a distal-dose one through a spread-out Bragg peak (SOBP). A pair of beam-wobbling magnets moves a
beam on a single circular orbit at a high frequency of 56.4 Hz to generate a pseudostationary broad beam in conjunction with a
scatterer. A ridge filter, consisting of identical aluminum bar ridges, modulates a beam range in an irradiation field to produce
an SOBP. A range-shifter system inserts variable-thickness energy absorbers to adjust the beam range. A multileaf collimator
with movable metal elements or a customized patient collimator or both define the field aperture. A patient compensator, a
sculptured, plastic device, compensates residual ranges to conform to the distal part of the target volume in the field. At
HIMAC, the maximum size of the lateral field and the SOBP are designed to be 22 cm in diameter within + 2.5% of uniformity
and 15 cm of thickness at the isocenter. Figure 1 shows a schematic drawing of the HIMAC beam-delivery system.

In the case of heavy-ion beams, the SOBP is composed of various linear energy transfer (LET) components with different
weighting factors at each depth. The survival rate under a mixing LET radiation field can be described by a formalism proposed
in the theory of dual radiation action according to the linear-quadratic model [14], which was experimentally proven. The SOBP
of mixed ions with different LETs has been designed through the procedure proposed in Chu et al [13] and the formalism Kanai
et al [14].

Layer-Stacking Irradiation Method

In the beam-wobbling method, as shown in Figure 1, it is inevitable that the SOBP with a fixed thickness brings an undesirable
dosage to the normal tissue in front of the target because the thickness of an actual target varies within the irradiation field.
Therefore, the layer-stacking irradiation method was developed to remove the undesirable dosage. This method can conform
to a variable SOBP in a target volume by dynamically controlling conventional beam-modifying devices. A thin SOBP with

several millimeters in water equivalent length, which is produced by a miniridge filter, is longitudinally scanned over the target
volume in a stepwise manner. The target volume is longitudinally divided into slices and the thin SOBP conforms to each of
them using the multileaf collimator and the range shifter, and a variable SOBP coincides with the target volume then formed.

Respiratory-Gated Irradiation Method

Damage to normal tissues surrounding the tumor was inevitable in the treatment of a tumor moving along with the patient’s
respiration. Therefore, the respiratory-gated irradiation method, with the single beam-wobbling method, was developed. In this
application, an infrared—light-emitting diode sensor is set on the surface of the patient’s body and its movement is monitored by
a position-sensitive detector, which results in obtaining the respiratory signal. The beam should be delivered according to the
gate signal produced only when the target is in the design position during a flattop (FT) period that can extract the beam from
the synchrotron. For this purpose, the NIRS developed the radiofrequency knockout slow extraction method [15] that can turn
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Figure 1. A schematic illustra-
tion of the heavy-ion medical
accelerator in Chiba, Japan,
beam-delivery system with the
single beam-wobbling method.
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the beam on/off within 1 ms in response to respiration. At present, approximately 40% of all patients in HIMAC are treated with
the respiratory-gated irradiation method.

Spiral Beam-Wobbling Method

Because the single beam-wobbling method inevitably loses residual range because of the relatively thick scatterer, a spiral
beam-wobbling method with a broad beam was developed in HIMAC [8, 9]. The beam size in this method is much smaller than
that in the single beam-wobbling method, enabling it to deliver a uniform dose distribution in a lateral direction while the beam
moves along on a spiral orbit. The range loss through the scatterer is small because the smaller beam size requires a thin
scatterer. Consequently, this method can obtain a longer residual range even with similar quantities of energy and irradiation
field compared with the single beam-wobbling method. The spiral method requires amplitude modulation of a wobbling
excitation current because the wobbling radius is proportional to the square root of time under conditions of a constant
irradiation area in unit time. The amplitude modulation and angular frequencies were optimized through simulation and
experimental studies and determined to be 59 and 23 Hz, respectively.

Development of 3D Scanning Method

In radiation therapy, shrinkage in the tumor size as well as a change in the tumor shape during the course of treatment has
been observed. To maintain a uniform dose distribution in such cases, strict requirements were made to make treatment
planning compulsory before each fractional irradiation, which is now referred to as adaptive cancer radiation therapy. It is well
known that a pencil-beam 3D scanning method is very suitable for this purpose because it does not require the use of both the
compensator and patient collimators, which required long manufacturing times. The pencil-beam 3D scanning method has
resulted in high treatment accuracy in the case of a fixed target [16—18] but has not yet been put into practice for moving tumor
treatment. Because the HIMAC facility should carry out treatments not only for static targets but also for moving ones, we
developed a 3D scanning method with a new technique. In cooperation with a rotating gantry, the 3D scanning method can
achieve higher treatment accuracy, even for a target close to critical organs, using intensity-modulated patrticle therapy [19], as

Noda (2016), Int J Particle Ther 483



INTERNATIONAL
JOURNAL
of PARTICLE
THERAPY

Beam-delivery for c-ion RT with the HIMAC

Figure 2. (a) A schematic

illustration of the pencil-beam (a)
3D scanning method. (b) Lay-

out of the pencil-beam 3D

scanning system in heavy-ion
medical accelerator in Chiba, Beam
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compared with conventional carbon-ion radiation therapy. Therefore, we have also developed a rotating gantry with the 3D
scanning method [20].

Pencil-Beam 3D Scanning for Moving-Tumor Treatment

Pencil-beam 3D scanning is an irradiation method that covers the dose distribution with a small beam and narrow Bragg peak,
which allows full advantage of the heavy ions. This irradiation procedure is shown schematically in Figure 2. The pencil beam
is laterally scanned to form a lateral irradiation field with orthogonal scanning dipole magnets and then longitudinally scanned
by either a range shifter or by energy change through the accelerator itself or both. The beam scanning path and the deposit
dose in each spot have been precisely determined in treatment planning to deliver the dose distribution planned. The scanning
magnets, therefore, should be controlled as a function of the dose detected by the dose-monitoring system. Fast and
synchronous control of dose monitoring, magnetic scanning, and beam extraction systems with precision and resolution > 1%
and 1 ms is generally required for clinically practical beam deliveries at HIMAC.

There are 2 main approaches for lateral beam scanning: the spot scanning and the raster scanning methods. Another
technique, which is referred to as hybrid raster scanning [12, 18], was developed and has been in practical use. The hybrid
raster scanning method is essentially the same as the spot scanning method with dose-driven scanning; however, the beam is
continually delivered even during spot-position change. Conversely, beam delivery is stopped during each slice change.

Phase-Controlled Rescanning Method

The PCR method was proposed and developed for adaptive cancer radiation therapy for static and moving tumors. In this

method, schematically shown in Figure 3, rescanning completes irradiation on 1 isoenergy slice during 1 respiratory-gated
period. Because the average 3D movement of the target is close to zero, a uniform dose distribution can be achieved even
under irradiation on the moving target.

Noda (2016), Int J Particle Ther 484
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Figure 3. A schematic diagram
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The PCR method consists of 2 main technologies: (1) the intensity-modulation technique for constant irradiation time on
each isoenergy slice with different cross-sections, shown in Figure 3, and (2) the fast scanning technique for completing
multiple rescanning within a defined amount of time.

1. Intensity modulation: In the radiofrequency knockout slow-extraction method, increasing the amplitude of a transverse
radiofrequency (amplitude modulation [AM]) increases the extraction rate. Based on this principle, a spill-control system
was developed [21, 22] to deliver the beam with intensity modulation. The core part of this system requires the following
functions: (1) calculation and output of an AM signal according to request signals from an irradiation system, (2) real-time
processing with a time resolution of > 1 ms, and (3) feed-forward and feedback controls to realize the extiracted intensity, as
requested. This system allows us to control the beam intensity dynamically.

2. Fast 3D scanning: For fast pencil-beam 3D scanning, 3 key technologies were developed as follows: (1) a new treatment
planning system (TPS) for hybrid raster scanning, (2) an extended flattop operation of the synchrotron, and (3) a high-speed
scanning-magnet system.

a. New TPS [23]: The biological dose distribution of a pencil beam of carbon ions is obtained by combining the measured
physical-dose distribution and the RBE obtained through measuring o and B values in the linear-quadratic model. Using
the biological dose distribution, the new TPS optimizes the assignment of spot positions and their weights to provide the
prescribed dose on a target and to significantly reduce the dose distribution on surrounding normal tissues. The TPS
employs the fast 3D scanning method through hybrid raster scanning, which can save the beam-off period during the
spot-position transition. The raster scanning method, however, is necessary to deliver an extra dose to the position
between the spot positions. Increasing the extra dose disturbs the dose distribution. Because the extra dose is
proportional to the beam intensity, it was not easy to increase the beam intensity. The HIMAC synchrotron, however, has
high reproducibility and a uniform time structure for the extracted beam through the spill control system. Therefore, the
extra dose can be predicted and incorporated into the TPS, and the beam intensity can be increased without disturbing
the dose distribution, which results in fast 3D scanning. Applying a modified “travelling-salesman problem,” the path
length of raster scanning could be shortened by 20% to 30%. Consequently, the new TPS can increase the scanning
speed by a factor of about 5.

b. Extended FT operation: The pencil-beam 3D scanning method can complete a single-fractional irradiation of almost all
treatment procedures when approximately 2 X 10'° carbon ions are delivered. Thus, the beam intensity was upgraded
up to 2 X 10" in HIMAC, which made a single-operation cycle of the synchrotron possible. This single-cycle operation,

Noda (2016), Int J Particle Ther 485



INTERNATIONAL
JOURNAL
of PARTICLE
THERAPY

Beam-delivery for c-ion RT with the HIMAC

Figure 4. Comparison of (a) . - q
the range-shifter depth scan- (a) RSF scanning (b> Hybrid scanning
ning, (b) the hybrid depth 105.0 C 105.0 e
scanning, and (c) the full-en- s~ "
ergy depth scanning methods 500 4 W ) 5900

on treatment planning. (d) D- 1 N
volume histograms for the 3
methods.

——RSF_PTV '\ 1 N e
- - -RSF_Brain “ \ N
404 -+ RSF_Skin \ \ "

HYB_PTV v X 3
~ = ~HYB_Brain N - "
20|"*** HYB_Skin \ \ o

Volume [%]

- - -ENE_Brain ~ s i\ A
- -+« ENE_Skin e O E
: .

0 20 40 6I0 80 100
Dose [%]

0

which can be realized by using a clock-stop technique in the FT period, can increase the treatment efficiency especially
for respiratory-gated irradiation. This extended FT operation can shorten the irradiation time by a factor of 2 and make
intensity modulation easy.

c. High-speed scanning magnet: The scanning speed is designed to be 100 mm/ms and 50 mm/ms in the horizontal and
vertical directions, respectively. To increase the scanning speed, a scanning magnet with slits in both ends of the
magnetic poles was designed, according to a thermal analysis, such as an eddy current loss and hysteresis loss.
Because of the test, the temperature rise was measured to be around 30° maximum, which is consistent with the thermal
analysis.

Depth Scan

The 3D scanning method essentially requires an isoenergy slice change for depth scanning. For the first stage of 3D scanning
treatment with HIMAC, the range shifter, as the energy degrader set just in front of the patient, was used for the slice change
because it cuts the commissioning time. It has been recognized, however, that the variable-energy operation by the
accelerator itself has great advantages over that of the energy degrader because it (1) maintains a small spot size, (2)
suppresses the secondary neutron yield, and (3) shortens the irradiation time because of the high speed slice change. By
applying the extended FT operation of the HIMAC synchrotron, a multiple-energy operation was developed. In this method, the
beam energy can be changed in a stepwise energy pattern at the FT of the synchrotron operation. In the second step, thus, an
11-step energy operation from 430 to 140 MeV/n was developed [24], which has been routinely used for hybrid depth
scanning. In the hybrid depth scanning method, a range of > 3 cm is changed by the energy change in the synchrotron,
whereas that of < 3 cm is changed by the thin energy degrader. In the third step, a 201-step energy pattern, which can change
the energy from 430 to 56 MeV/n, was developed [24, 25]. One energy step corresponds to a range shift of 2 or 3 mm and
takes < 100 ms for 1 slice change. The 201-step multiple-energy operation will be applied to a clinical study, which will be
initiated in 2016. As shown in Figure 4, the full-energy depth scanning method gives the best treatment-planning result,
compared with the hybrid depth scanning and range-shifter depth scanning methods.

Noda (2016), Int J Particle Ther
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Figure 5. (a) Photograph of the
superconducting rotating gan-
try for carbon-ion radiotherapy
installed in the new treatment
research facility. (b) Layout of
the rotating gantry.
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An isocentric superconducting rotating gantry has been developed [12]. This rotating gantry is designed to transport carbon
ions having 430 MeV/n to an isocenter with irradiation angles of > 180° and is further capable of performing fast 3D scanning
with a scan size of approximately 20 cm? at the isocenter. Figure 5 shows a photograph and layout of the rotating gantry. The
gantry consists of 10 combined-function superconducting magnets, a pair of scanning magnets, and 2 pairs of beam profile-
monitor and steering magnets, allowing a compact geometry with a length of 13 m and a diameter of 11 m. Before
manufacturing all magnets, a test magnet was designed and manufactured to verify the stability of a superconducting state
under mechanical rotation and vibrations on a rotating gantry and the stability of the temperature under fast slewing of the
magnetic field to follow the multiple-energy operation. No quench phenomena were observed in either test. Following these
tests, both the dipole and quadrupole fields were measured, and the tests results were correlated with the calculated results.

Conclusion

More than 600,000 persons are diagnosed with cancer every year in Japan, and it is predicted that this number will continue to
rise. To meet these challenges, the NIRS has developed heavy-ion radiotherapy technologies and carried out clinical studies
with carbon-ion radiotherapy, which has led to a pilot facility of a compact carbon-ion radiotherapy facility in Gunma University.
Following the pilot facility, the Saga Heavy-lon Medical Accelerator in Tosu was constructed and has been successfully

operated since 2013, and the ion-beam radiation oncology center in Kanagawa is currently under construction, which will use
3D scanning technology developed by NIRS with a similarly designed accelerator as that of the pilot facility. The first patient of
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the ion-beam radiation oncology center was treated in December 2015. Other carbon-ion radiotherapy facilities, along with
HIMAC, are expected to boost the applications of carbon-ion radiotherapy in Japan.
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